[Pseudotumors caused by hip prostheses].
More than 100000 hip replacements have been performed in Finland. In the hip replacement operations performed due to osteoarthritis, the artificial joint surfaces are made of metal, plastic or ceramics. Pseudotumors associated with metal-on-metal (MoM) sliding surfaces have received worldwide attention. Soft issue lesions, not always symptomatic, may develop around the joint replacements. These may even require joint revision surgery.